[Evaluation of the probability of failure-free performance of the principal components of flexible endoscopes].
Reliability of flexible endoscopes is one of the most important characteristics. The reliability of these devices should be evaluated at the development and design stages and after they have been assembled. The proposed experimental and theoretical methods make it possible to evaluate the failure-free performance time expressed in the turn cycles of the distal end curve control knob.